Abstract: This paper presents a highly sensitive fiber-optic oxygen sensor. The sensor was fabricated using palladium (II) meso-tetrakis (pentafluorophenyl) porphyrin (PdTFPP) and porous silica nanoparticles embedded in a tetraethylorthosilane (TEOS)/n-octyl-triethoxysilane (Octyl-triEOS) composite xerogel present as a coating on the end of the fiber. Sensitivity is quantified in terms of the ratio I N2 /I O2 , where I N2 and I O2 represent the intensity of fluorescence detected in a pure nitrogen or pure oxygen environment. The experimental results reveal that this PdTFPP-doped oxygen sensor with porous silica nanoparticles has a sensitivity of I N2 /I 100O2 = 386. The results also show that this sensor has higher sensitivity than an oxygen sensor based on Pd(II) complex immobilized in a sol-gel matrix. Furthermore, the optical oxygen sensor yields a linear Stern-Volmer plot. The proposed optical sensor has the advantages of easy fabrication, low cost, and high sensitivity to oxygen.
Introduction
Oxygen plays an essential role as either a reactant or a product in many chemical and biochemical reactions. Consequently, many researchers have expended considerable effort in developing simple and low-cost techniques for the fabrication of high performance fiber-optic oxygen sensors. One of the earliest oxygen sensors was the Clark electrode, designed to measure the oxygen pressure in arterial blood samples [1] . Although the Clark electrode gives reasonably accurate results, its general applicability is limited. There are several reasons for this, the most notable of which are high oxygen consumption, slow response, poor reliability, and questionable safety [2] . Optical oxygen sensors have overcome the drawbacks of the Clark electrode and are now widely used in the chemical [3] , clinical [4] , and environmental monitoring [5] fields. Usually, these optical oxygen sensors consist of an analyte-sensitive dye in a supporting matrix. The oxygen sensors presented in the literature invariably use an embedded fluorescent dye in either a polymer [6] or an organically modified silicate (ORMOSIL) [7] [8] [9] [10] [11] [12] . The ORMOSIL can accommodate and disperse oxygen-sensitive dyes and can also have a porous structure which is vital for rapid optical sensor response [13] . In addition, it has also been demonstrated that an ORMOSIL matrix improves the response and sensitivity of ruthenium-(II)-complex-based [7] [8] [9] and platinum-(II)-complex-based oxygen sensors [10] [11] [12] . There are many oxygen-sensitive dyes which can be used for optical oxygen sensing. Pd(II) complexes [14] [15] [16] [17] [18] [19] [20] have been used in recent years in preference to organic dye complexes with Ru(II) and Pt(II), because they can be easily excited with a compact and low-cost LED light source.
In 2008, Chu et al. [16] developed a very sensitive ratiometric optical fiber oxygen sensor incorporating a sol-gel matrix doped with palladium (II) meso-tetrakis(pentafluorophenyl)porphyrin (PdTFPP) as the oxygen-sensitive component and 7-amino-4-trifluoromethyl coumarin (AFC) as the reference dye. The PdTFPP-doped oxygen sensor yields a linear Stern-Volmer plot and has a sensitivity of around 74. In 2011, Badocco et al. [17] used PdTFPP embedded in a polymeric matrix to produce an oxygen sensor with a sensitivity of I N2 /I 25%O2 =~7. We present a high-performance optical fiber oxygen sensor based on PdTFPP embedded in a n-propyltrimethoxysilane (n-propyl-TriMOS)/tetraethylorthosilane (TEOS)/n-octyltriethoxysilane (Octyl-triEOS) composite xerogel. The experimental results show that the PdTFPP-doped n-propyl-TriMOS/TEOS/Octyl-triEOS oxygen sensor has a sensitivity of I N2 /I 100O2 = 263. These results show that optical oxygen sensors based on PdTFPP have excellent sensitivity. The development of ultra-sensitive detection techniques still remains a major challenge, and there is a need for a simple, low-cost approach to their fabrication. In this study, we have chosen a Pd(II) complex (PdTFPP). Recently, the important properties of porous silica nanostructures have been receiving much research attention, especially for biology, catalysis, health sciences, and many industrial applications [21] [22] [23] [24] . Because a high surface-to-volume ratio is an important property for optical oxygen sensors, our lab presents a highly sensitive optical oxygen sensor based on the tris(4,7-diphenyl-1,10-phenanthroline)ruthenium(II) ([Ru(dpp) 3 ] 2+ ) and porous silica nanoparticles embedded in a TEOS/Octyl-triEOS composite xerogel. Experimental results show that the proposed optical fiber oxygen sensor has a higher sensitivity than one based on a Ru(II) complex immobilized in the sol-gel matrix. The proposed process enhances the sensitivity of the sensor [25] .
The objective of the current study was the development of a fiber-optic oxygen sensor with improved sensitivity. It is based on a Pd(II) complex (PdTFPP) with the porous silica nanoparticles embedded in an Octyl-triEOS/TEOS sol-gel matrix which exists as a coating on the end of the optical fiber. The emission fluorescence is quenched by the presence of oxygen, and the quenching response was increased by using the surface coating proposed. The porous silica nanoparticles increase the sensing surface area per unit mass as well as the sensitivity. Results show that the proposed fiber-optic oxygen sensor can be used for applications that require high sensitivity.
Materials and Methods

Fabrication of Two Fiber-Optic Oxygen Sensors
The fiber-optic oxygen sensor developed in this study was fabricated using a Pd(II) complex (PdTFPP, Frontier Scientific Inc., Logan, UT, USA) and porous silica nanoparticles embedded in tetraethylorthosilane (TEOS, Sigma-Aldrich Co. LLC., St. Louis, MO, USA)/n-octyltriethoxysilane (Octyl-triEOS, Sigma-Aldrich Co. LLC., St. Louis, MO, USA), giving a composite xerogel which was used as a coating on the end of an optical fiber. Sensors using a Pd(II) complex embedded in a TEOS/Octyl-triEOS composite xerogel were also fabricated as a comparison. The basic steps of porous silica nanoparticle synthesis are given in the sub-sections below.
Synthesis of Solid Monodispersive SiO 2 Spheres
Solid spheres of monodispersive SiO 2 50-800 nm in diameter were prepared using a slightly modified Stöber process [26] . In this typical synthesis, 1 mL of 13.7 M ammonium hydroxide was added to 4.6 mL of absolute ethanol via stirring for 10 min and designated as solution "A". Solution "B" was prepared by adding 0.1 mL of TEOS to 0.4 mL of absolute ethanol via stirring for 10 min. Solution B was quickly added to solution A, and the resulting solution ("C") was stirred for 2 h. Solution C was then centrifuged, and the resulting precipitate was washed with acetone until the supernatant was clear. A TEM image of the silica nanoparticles obtained is shown in Figure 1 . The nanoparticles are spherical with a diameter of around 400 nm. Full details of the silica nanoparticle preparation process is presented by the current authors in [27] . 
Synthesis of Porous Silica Nanoparticles
In the typical process, 0.3 g of SiO2 spheres and 1 g of polyvinyl pyrrolidone (PVP) were added to 20 mL of water. The resulting dispersate was heated at 60 °C for 24 h via stirring. Then, 0.5 mL of NaOH (0.1 g/mL) and 1.5 mL of NaBO2 (0.1 g/mL) were added to the solution via vigorous stirring, and the mixture was kept at 30 °C for 1 h. All of the other steps of the synthesis were performed at room temperature using a technique similar to that described by Zhang et al. [28] . Figure 2 is a TEM image of porous silica nanoparticles synthesized using the process described above. It can be seen that the porous silica nanoparticles are spherical with a diameter of around 300 nm. The porous structure can be clearly seen as differences in electron transmission through the silica shell. 
The Sol-Gel Mixing and Dip-Coating Processes
The TEOS/Octyl-triEOS composite sol used as the matrix material for the optical oxygen sensors was prepared by mixing 4 mL of TEOS with 0.2 mL of Octyl-triEOS to form a precursor solution. An approach similar to that employed by Chu et al. [10] was used, and 1.25 mL of EtOH and 0.4 mL of 0.1 M HCl were then added to the sol to catalyze the ORMOSIL reaction. The vessel was capped and placed on a magnetic stirrer for 1 h at room temperature. During the mixing process, 0.1 mL of Triton-X-100 were added to the solution to improve the homogeneity of the silica sol, resulting in a crack-free monolith. The oxygen-sensitive dye solution was prepared by dissolving 2 mg of PdTFPP in 10 mL of EtOH. The resulting solution (1 mL) was then added to the porous silica nanoparticles and stirred for 10 min. This solution was then added to the composite sol solution. Finally, the vessel was capped and placed on the magnetic stirrer for another 10 min.
The end of a multimode optical fiber was soaked in a NaOH solution for 24 h, after which it was rinsed with copious amounts of de-ionized water and EtOH and dried at room temperature for 10 min. The composite xerogel with the porous silica nanoparticles was then deposited on one end of the fiber in a dip-coating operation performed at a velocity of 0.25 mm/s (with a thickness usually <1 µm). Finally, the coated fiber was dried at room temperature and left to stabilize under ambient conditions for 1 week. 
Synthesis of Porous Silica Nanoparticles
In the typical process, 0.3 g of SiO 2 spheres and 1 g of polyvinyl pyrrolidone (PVP) were added to 20 mL of water. The resulting dispersate was heated at 60˝C for 24 h via stirring. Then, 0.5 mL of NaOH (0.1 g/mL) and 1.5 mL of NaBO 2 (0.1 g/mL) were added to the solution via vigorous stirring, and the mixture was kept at 30˝C for 1 h. All of the other steps of the synthesis were performed at room temperature using a technique similar to that described by Zhang et al. [28] . Figure 2 is a TEM image of porous silica nanoparticles synthesized using the process described above. It can be seen that the porous silica nanoparticles are spherical with a diameter of around 300 nm. The porous structure can be clearly seen as differences in electron transmission through the silica shell. 
The Sol-Gel Mixing and Dip-Coating Processes
The end of a multimode optical fiber was soaked in a NaOH solution for 24 h, after which it was rinsed with copious amounts of de-ionized water and EtOH and dried at room temperature for 10 min. The composite xerogel with the porous silica nanoparticles was then deposited on one end of the fiber in a dip-coating operation performed at a velocity of 0.25 mm/s (with a thickness usually <1 µm). Finally, the coated fiber was dried at room temperature and left to stabilize under ambient conditions for 1 week. Figure 3 is a schematic of the experimental arrangement used to characterize the performance of the fiber-optic oxygen sensors. In the sensing experiments, the fluorescence excitation was provided by an LED (LED405E, Thorlabs, Newton, NJ, USA) with a central peak wavelength of 405 nm driven by a TGA1240 waveform generator (Thurlby Thandar Instruments Ltd, Huntingdon, UK) at 10 kHz. The oxygen sensing system consisted of a coated multimode silica glass fiber (1000/1035 µm) and a bifurcated optical fiber (BIF-600-UV-VIS, Ocean Optics, Dunedin, FL, USA). The relative fluorescence intensity measurements were acquired at a pressure of 101.3 kPa using a USB 4000 spectrometer (Ocean Optics).
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Figure 3 is a schematic of the experimental arrangement used to characterize the performance of the fiber-optic oxygen sensors. In the sensing experiments, the fluorescence excitation was provided by an LED (LED405E, Thorlabs, Newton, NJ, USA) with a central peak wavelength of 405 nm driven by a TGA1240 waveform generator (Thurlby Thandar Instruments Ltd, Huntingdon, UK) at 10 kHz. The oxygen sensing system consisted of a coated multimode silica glass fiber (1000/1035 µm) and a bifurcated optical fiber (BIF-600-UV-VIS, Ocean Optics, Dunedin, FL, USA). The relative fluorescence intensity measurements were acquired at a pressure of 101.3 kPa using a USB 4000 spectrometer (Ocean Optics). 
Results and Discussion
The room-temperature fluorescence spectra of the two fiber-optic oxygen sensors under oxygen concentrations ranging from 0%-100% and 20%-100% are shown in Figures 4 and 5 . Both sensors exhibit a strong fluorescence response at a wavelength of 670 nm. It can be seen from the figures that the relative fluorescence intensities of both sensors decrease significantly as the oxygen concentration increases. The relative fluorescence intensity of the Pd(II)-doped oxygen sensor with porous silica nanoparticles drops rapidly when oxygen concentration changes from 0%-20%, and it is clear that this sensor has high sensitivity. It also has better oxygen diffusivity and surface-area-to-volume ratio than the composite xerogel because the porous silica nanoparticles have large surface areas [21] [22] [23] [24] . This high surface-area-to-volume ratio has the potential of providing very high sensitivity in optical sensing applications. The large specific surface area also makes these porous silica nanoparticles suitable as adsorbents for other optical sensing applications. Furthermore, the large internal surface area of the nanoparticles and the comparatively small size of the dye molecules makes it likely that all but a negligible fraction of the dye is bound to the walls of the pore channels [29] . 
The room-temperature fluorescence spectra of the two fiber-optic oxygen sensors under oxygen concentrations ranging from 0%-100% and 20%-100% are shown in Figures 4 and 5 . Both sensors exhibit a strong fluorescence response at a wavelength of 670 nm. It can be seen from the figures that the relative fluorescence intensities of both sensors decrease significantly as the oxygen concentration increases. The relative fluorescence intensity of the Pd(II)-doped oxygen sensor with porous silica nanoparticles drops rapidly when oxygen concentration changes from 0%-20%, and it is clear that this sensor has high sensitivity. It also has better oxygen diffusivity and surface-area-to-volume ratio than the composite xerogel because the porous silica nanoparticles have large surface areas [21] [22] [23] [24] . This high surface-area-to-volume ratio has the potential of providing very high sensitivity in optical sensing applications. The large specific surface area also makes these porous silica nanoparticles suitable as adsorbents for other optical sensing applications. Furthermore, the large internal surface area of the nanoparticles and the comparatively small size of the dye molecules makes it likely that all but a negligible fraction of the dye is bound to the walls of the pore channels [29] . In a homogeneous microenvironment, quenching follows the Stern-Volmer [30] equation:
where I0 and I represent the steady-state fluorescence intensities in the absence and presence of O2, respectively; Ksv is the Stern-Volmer quenching constant; and O2 is the oxygen concentration. In an ideal case, a plot of I0/I against O2 is linear with a slope equal to Ksv and an intercept of unity, allowing the application of a simple single-point sensor calibration scheme. Figure 6 presents the Stern-Volmer plots of the Pd(II)-doped oxygen sensor and Pd(II)-doped oxygen sensor with porous silica nanoparticles. These plots provide an indication of the relative sensitivities of the optical sensors to O2 quenching, and the plots are linear. The sensitivities of the optical oxygen sensors are given by the ratio IN2/IO2, where IN2 and IO2 represent the relative fluorescence intensities in a pure nitrogen or pure oxygen environment. It can be seen that the sensitivities of the Pd(II)-doped oxygen sensor and Pd(II)-doped oxygen sensor with porous silica nanoparticles are around 60 and 386, respectively. The sensitivity of Pd (II)-doped oxygen sensor with porous silica nanoparticles is six times higher than that of the Pd (II)-doped oxygen sensor. It is clear that the proposed processes enhance the sensitivity of optical oxygen sensors. In a homogeneous microenvironment, quenching follows the Stern-Volmer [30] equation:
where I 0 and I represent the steady-state fluorescence intensities in the absence and presence of O 2 , respectively; K sv is the Stern-Volmer quenching constant; and O 2 is the oxygen concentration. In an ideal case, a plot of I 0 /I against O 2 is linear with a slope equal to K sv and an intercept of unity, allowing the application of a simple single-point sensor calibration scheme. Figure 6 presents the Stern-Volmer plots of the Pd(II)-doped oxygen sensor and Pd(II)-doped oxygen sensor with porous silica nanoparticles. These plots provide an indication of the relative sensitivities of the optical sensors to O 2 quenching, and the plots are linear. The sensitivities of the optical oxygen sensors are given by the ratio I N2 /I O2 , where I N2 and I O2 represent the relative fluorescence intensities in a pure nitrogen or pure oxygen environment. It can be seen that the sensitivities of the Pd(II)-doped oxygen sensor and Pd(II)-doped oxygen sensor with porous silica nanoparticles are around 60 and 386, respectively. The sensitivity of Pd (II)-doped oxygen sensor with porous silica nanoparticles is six times higher than that of the Pd (II)-doped oxygen sensor. It is clear that the proposed processes enhance the sensitivity of optical oxygen sensors. Table 1 compares the performance characteristics of the current Pd(II)-doped oxygen sensors with those of representative quenchometric O2 sensors fabricated using PdTFPP-doped dye in different support matrices. A comparison of the performance of the various PdTFPP-doped oxygen sensors shows that the optical sensor based on PdTFPP with porous silica nanoparticles embedded in a sol-gel matrix has a significantly higher sensitivity (IN2/I100%O2~386) than those with a sol-gel or polymer matrix. This higher sensitivity can be attributed to the high surface-area-to-volume ratio of the dye entrapped within the porous silica nanoparticles. This improves oxygen diffusivity and enhances the quenching effect. Figure 7 demonstrates the typical dynamic responses of the PdTFPP-doped oxygen sensor with porous silica nanoparticles when switching between 100% O2 and 100% N2 environments. It can be seen that the optical sensor provides stable and reproducible signals as the environment alternates between the 100% O2 and 100% N2 condition. From inspection, the response time (t95; time required for 95% of the total intensity change to take place) of the PdTFPP-doped oxygen sensor with porous silica nanoparticles is found to be 2.3 s when switching from nitrogen to oxygen and 40.5 s when switching from oxygen to nitrogen. As illustrated in Figure 7 , a stable and reproducible signal was obtained with the fiber-optic oxygen sensor. Table 1 compares the performance characteristics of the current Pd(II)-doped oxygen sensors with those of representative quenchometric O 2 sensors fabricated using PdTFPP-doped dye in different support matrices. A comparison of the performance of the various PdTFPP-doped oxygen sensors shows that the optical sensor based on PdTFPP with porous silica nanoparticles embedded in a sol-gel matrix has a significantly higher sensitivity (I N2 /I 100%O2~3 86) than those with a sol-gel or polymer matrix. This higher sensitivity can be attributed to the high surface-area-to-volume ratio of the dye entrapped within the porous silica nanoparticles. This improves oxygen diffusivity and enhances the quenching effect. Figure 7 demonstrates the typical dynamic responses of the PdTFPP-doped oxygen sensor with porous silica nanoparticles when switching between 100% O 2 and 100% N 2 environments. It can be seen that the optical sensor provides stable and reproducible signals as the environment alternates between the 100% O 2 and 100% N 2 condition. From inspection, the response time (t 95 ; time required for 95% of the total intensity change to take place) of the PdTFPP-doped oxygen sensor with porous silica nanoparticles is found to be 2.3 s when switching from nitrogen to oxygen and 40.5 s when switching from oxygen to nitrogen. As illustrated in Figure 7 , a stable and reproducible signal was obtained with the fiber-optic oxygen sensor. Figure 8 shows that the photostability of proposed fiber-optic oxygen sensor. The photostability was also tested by placing the Pd(II)-doped oxygen sensor with porous silica nanoparticles with pulse irradiation with a 405-nm wavelength LED at room temperature for around 2 h. After continuous illumination for around 2 h, the relative fluorescence intensity of the fiber-optic sensor is about 367 ± 4. Figure 8 shows that the proposed sensor using PdTFPP with porous silica nanoparticles is stable. 
Conclusions
We have presented a highly sensitive fiber-optic oxygen sensor based on Pd(II) complex (PdTFPP) and porous silica nanoparticles embedded in a TEOS/Octyl-triEOS composite xerogel. The experimental results show that it has a linear response to oxygen concentration in the range 0%-100% and a sensitivity (IN2/I100%O2) of approximately 386, which is six times higher than a typical optical oxygen sensor based on the Pd(II) doped complex in a sol-gel matrix. The porous silica nanoparticles not only increase the surface area per unit mass of the sensing surface but also increase sensitivity because a substantial number of aerial oxygen molecules can penetrate the porous silica shell. This sensor can be used for applications that required high sensitivity. Figure 8 shows that the photostability of proposed fiber-optic oxygen sensor. The photostability was also tested by placing the Pd(II)-doped oxygen sensor with porous silica nanoparticles with pulse irradiation with a 405-nm wavelength LED at room temperature for around 2 h. After continuous illumination for around 2 h, the relative fluorescence intensity of the fiber-optic sensor is about 367˘4. Figure 8 shows that the proposed sensor using PdTFPP with porous silica nanoparticles is stable. Figure 8 shows that the photostability of proposed fiber-optic oxygen sensor. The photostability was also tested by placing the Pd(II)-doped oxygen sensor with porous silica nanoparticles with pulse irradiation with a 405-nm wavelength LED at room temperature for around 2 h. After continuous illumination for around 2 h, the relative fluorescence intensity of the fiber-optic sensor is about 367 ± 4. Figure 8 shows that the proposed sensor using PdTFPP with porous silica nanoparticles is stable. 
We have presented a highly sensitive fiber-optic oxygen sensor based on Pd(II) complex (PdTFPP) and porous silica nanoparticles embedded in a TEOS/Octyl-triEOS composite xerogel. The experimental results show that it has a linear response to oxygen concentration in the range 0%-100% and a sensitivity (IN2/I100%O2) of approximately 386, which is six times higher than a typical optical oxygen sensor based on the Pd(II) doped complex in a sol-gel matrix. The porous silica nanoparticles not only increase the surface area per unit mass of the sensing surface but also increase sensitivity because a substantial number of aerial oxygen molecules can penetrate the porous silica shell. This sensor can be used for applications that required high sensitivity.
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